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[1] Comparisons of the latest High Resolution Dynamics Limb Sounder (HIRDLS) ozone
retrievals (v2.04.09) are made with ozonesondes, ground-based lidars, airborne lidar
measurements made during the Intercontinental Chemical Transport Experiment—B,

and satellite observations. A large visual obstruction blocking over 80% of the HIRDLS
field of view presents significant challenges to the data analysis methods and
implementation, to the extent that the radiative properties of the obstruction must be
accurately characterized in order to adequately correct measured radiances. The radiance
correction algorithms updated as of August 2007 are used in the HIRDLS v2.04.09
data presented here. Comparisons indicate that HIRDLS ozone is recoverable between

1 and 100 hPa at middle and high latitudes and between 1 and 50 hPa at low

latitudes. Accuracy of better than 10% is indicated between 1 and 30 hPa (HIRDLS
generally low) by the majority of the comparisons with coincident measurements, and
5% is indicated between 2 and 10 hPa when compared with some lidars. Between 50 and
100 hPa, at middle and high latitudes, accuracy is 10—20%. The ozone precision is
estimated to be generally 5—10% between 1 and 50 hPa. Comparisons with
ozonesondes and lidars give strong indication that HIRDLS is capable of resolving fine
vertical ozone features (1—2 km) in the region between 1 and 50 hPa. Development is
continuing on the radiance correction and the cloud detection and filtering algorithms,
and it is hoped that it will be possible to achieve a further reduction in the systematic bias
and an increase in the measurement range downward to lower heights

(at pressures greater than 50—100 hPa).
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1. Introduction

[2] HIRDLS measures ozone via three of its 21 infrared
channels (numbers 10, 11, 12), with spectral centers at
approximately 1000 cm™', 1030 cm™', and 1130 cm ',
respectively, and which have responsivity full widths at half
maximum of 20 cm ™!, 37 cm ™!, and 20 cm ™!, respectively
[Edwards et al., 1995]. The design sounding range of
channel 10 is 875 km, and those of channels 11 and 12
are 30—85 km and 8-55 km, respectively [Gille and
Barnett, 1996].

[3] A major issue in the reduction of data to geophysical
parameters has been an unanticipated large visual obstruc-
tion in the HIRDLS field of view. After extensive analysis,
it became apparent that a large piece of thermal insulating
blanket from within the optical cavity ripped during the
Aura spacecraft launch, owing to rapid decompression
coupled with large g-forces and apparent inadequate vent-
ing, and moved into the optical path. This left an unob-
structed optical path, at an optimal azimuth line of sight
scan angle of 47 degrees, of about 3—23%, depending upon
elevation scan angle and channel position on the array
detector. This has presented major challenges to the data
analysis methods and implementation. An extended and
intensive effort was made to characterize the radiative
properties of the obstruction and to correct measured
radiances accordingly [Gille et al., 2008, 2005]. The key
challenge has been to accurately model the time-variant
thermal characteristics of this obstruction, on multiple time-
scales, ranging from the subprofile level, through the
interorbit level, to annual variability dominated by change
in the orbital minimum angle between sun and zenith. The
HIRDLS ozone profiles discussed in this article are re-
trieved from these corrected radiances with the current
version processors: v2.04.09 [Gille et al., 2008].

[4] The original HIRDLS observation mode was intended
to take vertical limb scans at multiple azimuth locations
behind AURA, thereby giving multiple parallel zonally
staggered measurement curtains following AURA, approx-
imately separated by 500 km. Owing to the presence of the
optical obstruction a single near-limit azimuth angle of
—47 degrees (starboard, or to the right) is used to repeatedly
scan in an up-down elevation cycle. The azimuth indicated
presents the optimum combination of predictability and
large open area fraction (unobstructed percentage of the
cross section of the optical path). All measurements pre-
sented here are taken at this azimuth angle.

[5] The various comparisons presented here are taken
from a pool of about 490 days completed with the v2.04.09
processor as of September 2007, about half of which were
selected to maximize the coincidence with the various
correlative validation measurements taken by or on various
platforms and on various validation campaigns.

[s] HIRDLS ozone is compared with ozonesondes, in-
cluding from the Southern Hemisphere Additional Ozone-
sonde (SHADOZ) network and the Sodankyld Total Ozone
Intercomparison and Validation (SAUNA) and Water Vapor
Validation—Satellite/Sondes (WAVES) campaigns, with
ground-based lidar systems (Table Mountain Facility
(TMF), Mauna Loa Observatory (MLO) and Observatoire
de Haute Provence (OHP)), airborne lidar (GSFC-AROTAL)
and with satellite measurements (Atmospheric Chemistry
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Experiment Fourier Transform Spectrometer (ACE-FTS),
Microwave Limb Sounder (MLS)).

2. Data Evaluation

[7] All comparisons shown in this paper will be on a
pressure grid. HIRDLS pressure is determined in a joint
retrieval with temperature (R. Khosravi et al., Retrieval
Algorithm and Characterization of for the High Resolution
Dynamics Limb Sounder, manuscript in preparation, 2008).
There are as yet unresolved issues relating to the HIRDLS
geopotential height calculation so altitude is not currently
published in HIRDLS v2.04.09 public data files. References
to altitude will be made only in regard to describing
specifications, capabilities or errors associated with ozone-
sondes, lidars or other instruments. Reference to height
made in the context of HIRDLS data or comparisons will
be made in terms of pressure (i.e., greater height = lower
pressure).

2.1. Filtering

[8] Two of the three HIRDLS ozone channels (10, 12) are
especially sensitive to the presence of clouds, which man-
ifest themselves as large spikes in the retrieved ozone,
several orders of magnitude larger than realistic values, at
heights generally earthward of about 50 hPa. Although
clouds are detected in the standard HIRDLS v2.04.09 level
2 processing [Massie et al., 2007; Gille et al., 2008] and
species retrievals, including ozone, are carried out only
down to the cloud top level, spikes remain present in some
ozone profiles that appear to be associated with the presence
of clouds, especially equatorward of £30° latitude.

[9] Since these cloud-like spike features tend to obscure
other cloud-free and potentially good retrieved ozone values
in the statistical difference evaluations, a postprocessor
spike removal filter technique is implemented to remove
ozone values where these large spikes are observed. This
filtering consisted of determining the ozone vertical gradi-
ent, flagging the pressure level at which the gradient
exceeds an empirically determined threshold value, and
truncating the profile earthward of that level. Limitations
of this technique manifest themselves as slight upturns in
the carthward end of ozone profiles, when filtering is
inadequate, or profiles that are truncated excessively at the
earthward end. The effect due to over filtering is minimal,
and the effect of under filtering is seen as residual positive
HIRDLS ozone bias.

[10] The cloud-related spike filter is applied to HIRDLS
ozone coincident with all sonde and lidar measurements,
which are the main sources for low-latitude validation,
where spikes are most prevalent. It is applied to the
middle- and high-latitude cases for consistency but has a
minimal effect there. Filtering also has a small effect on
the comparisons with lidar, even at low latitudes, since
these are almost by definition cloud free and hence nearly
spike free. It should be noted that cloud-free conditions
over a lidar station does not guarantee cloud free con-
ditions for a coincident satellite limb measurement with a
coincidence criterion of several hundred kilometers. This
kind of filtering is only partially effective, and should
become less relevant as cloud detection sensitivity and its
implementation with respect to HIRDLS species retrievals
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(a—d) Shown is the ozone standard deviation in different equivalent latitude and potential

temperature bins, an estimate of High Resolution Dynamics Limb Sounder (HIRDLS) ozone precision.
Results are given for 2 days, 20 June 2006 (Figures la and 1b) and 22 December 2006 (Figures 1c and
1d), in terms of both percentage of 0zone mixing ratio (Figures la and 1¢) and ozone mixing ratio directly
(Figures 1b and 1d). In Figures la and lc, the black lines highlight the 10% contour, and the white lines

highlight the 100% contour.

is improved upon in cloud detection algorithms currently
being developed.

[11] There is an additional filter that is implemented in all
HIRDLS data shown here. HIRDLS data points are omitted
in all cases where the level-2-retrieval total ozone error is
negative. The total error is calculated by the optimal
estimation retrieval algorithm, and is a combination of the
a priori error, and the propagation errors of the radiance
measurements (R. Khosravi et al., manuscript in prepara-
tion, 2008). A negative sign on the total error is an indicator
that greater than 50% of the contribution to the error
originates from the a priori input to the retrieval. This
filtering minimizes the possibility that we use, and validate,
ozone with the largest a priori influence.

2.2. Ozone Precision

[12] An estimate of HIRDLS ozone precision can be
made on the basis of ozone variability in different bins,
sorted horizontally by equivalent latitude and vertically by
potential temperature, where geophysical variability is
expected to be at a relative minimum. Twenty-four hour
periods of HIRDLS data are interpolated onto a potential
temperature grid, and then clustered into 4-degree equiva-
lent latitude bins centered on 1-degree increments (essen-
tially a 4-degree wide boxcar smoothing in latitude). The
equivalent latitude is defined from Met Office potential

vorticity data. The standard deviation for all measurements
within equivalent latitude bins is calculated at each potential
temperature level. An additional criterion is applied that
limits the measurements to those that are within 5 degrees in
geographic latitude of the average geographic latitude in the
equivalent latitude bin. This is done to avoid variations due
to substantially different amounts of solar insolation. Ozone
values, where ozone error is greater than 30% of the actual
ozone magnitude, are filtered to further prevent highly
variable geophysical structure at winter high latitudes from
translating into the equivalent latitude field; this has no
significant effect elsewhere.

[13] Figure 1 shows standard deviation contours for two
dates, chosen to represent Northern Hemisphere (NH)
summer and Southern Hemisphere (SH) summer. Values
for other days are similar, taking into account seasonal
variations (i.e., more variations are seen during winter at
high equivalent latitudes). These precision estimates indi-
cate that ozone precision is approximately 5—10% between
about 500 and 2000 K vertically (20—50 km, or ~1-50 hPa)
at low latitudes and at summer hemisphere middle to high
latitudes as well. At winter hemisphere high latitudes
(poleward of 50°) the standard deviation degrades signifi-
cantly, with the worst values as high as 20—30% at 1500 K
(~42 km or ~2 hPa). These high standard deviation values
(low precision estimates) may be less an indication of an
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Table 1. SHADOZ Stations With Their Geographical Locations, Ozonesonde KI Cathode Sensing Solution Used, and Pump

Manufacturer®

Station Location KI Cathode Solution Pump
Ascension Island 7.98°S, 14.42°W 1% KI buffered varies
Cotonou, Benin 6.21°N, 2.23°E 1% KI buffered SPC 6A
Heredia, Costa Rica 10°N, 84.11°W 1% KI (1/10th) buffered EnSci 2Z
Trene, South Africa 25.9°S, 28.22°E 1% KI buffered SPC 6A
Kuala Lumpur, Malaysia 2.73°N, 101.7°E 1% KI buffered SPC 6A
Malindi, Kenya 2.99°S, 40.19°E 1% KI buffered SPC 6A
Nairobi, Kenya 1.27°S, 36.8°E 1% KI buffered EnSci 27
Natal, Brazil 5.42°S, 35.38°W 1% KI buffered EnSci Z, SPC 6A
Paramaribo, Surinam 5.81°N, 55.21°W 1% KI buffered SPC 6A
Suva, Fiji 18.13°S, 178.4°E 2% KI unbuffered SPC 6A
Watukosek (Java), Indonesia 7.5°S, 112.6°E 2% KI unbuffered EnSci 2Z
Pago Pago, American Samoa 14.23°S, 170.56°W 2% KI unbuffered SPC 6A
San Cristobal, Galapagos 0.92°S, 89.6°W 2% KI unbuffered SPC 6A

Réunion Island 21.06°S, 55.48°E

0.5% KI buffered EnSci Z, SPC 6A

SHADOZ: Southern Hemisphere Additional Ozonesonde.

actual HIRDLS ozone precision, and more an indication that
rebinning the data into equivalent latitude and potential
temperature is less effective at producing the intended effect
of separating out geophysical variability from the random
variability, owing to the presence of highly variable ozone
in the winter vortex. It should also be noted that one would
expect a real reduction in HIRDLS accuracy, rather than
precision, in regions of high spatial variability such as
winter high latitudes, owing to some unavoidable degree
of averaging that occurs over the line of sight of any limb-
viewing instrument. R. Khosravi et al. (manuscript in
preparation, 2008) discuss the averaging kernels associated
with HIRDLS measurements.

3. Ozonesondes

[14] Comparisons with several ozonesonde data sets are
reviewed here from (1) the low-latitude Southern Hemi-
sphere Additional Ozonesonde (SHADOZ) network, (2) the
high-latitude Sodankyld Total Ozone Intercomparison and
Validation (SAUNA) campaign in Sodankyld, Finland
(67.4°N), during spring 2006, and (3) the midlatitude Water
Vapor Validation—Satellite/Sondes (WAVES) campaign in
Beltsville, Maryland (39°N), during summer 2006.

[15] There is a certain amount of variability associated
with use of ozonesondes, as each sonde is a unique
instrument, especially when station-dependent factors are
considered [Thompson et al., 2003a, 2003b, 2007; Liu et al.,
2006; Logan et al., 1999]. Among the conditions that factor
into this variability are (1) the manufacturer of the instru-
ment used (ENSCI-Corporation sondes can read 5—10%
higher than sondes from Science Pump Corporation (SPC),
above 20 km [Thompson et al., 2007; Smit et al., 2007]);
(2) the concentration of potassium iodide (KI) sensing
cathode solution used, and whether or not it includes a
buffering agent may also produce variances of 15% above
the partial pressure layer peak [Johnson et al., 2002]; and
(3) whether and how pump efficiency correction factors are
implemented, which may also cause differences of up to
15% at upper altitudes [Johnson et al., 2002].

[16] The 1% buffered solution has been the historical
standard and is still the most commonly used within the
SHADOZ network. The 0.5% KI buffered cathode solution

is currently recommended by ENSCI Corporation. It is now
in use at multiple sites within the Network for the Detection
of Atmospheric Composition Change (NDACC, formerly
NDSC), which is dedicated, among other things, to the
long-term measurement and monitoring of atmospheric
composition and structure. The 0.5% KI buffered cathode
solution was used exclusively during the SAUNA and
WAVES campaigns.

[17] Generally, it can be said that the precision for
ozonesondes is about 5% [Barnes et al., 1985; Johnson et
al., 1998, 2002; Thompson et al., 2003a]. Agreement of
SHADOZ ozone with independent measurements is 5%,
with systematic station-dependant biases [Thompson et al.,
2003a]. More recent comparisons of the total column with
TOMS (version 7) agree to within 2—4% [Thompson et al.,
2007]. Within the SHADOZ network there is significant
variability in tropospheric ozone, with deviations of 50%
relative to the Pacific mean that are likely of geophysical
origin, and some variability in stratospheric ozone, less than
10% relative to the Pacific mean, that may be partially
geophysical and partially due to station-dependant instru-
ment bias [Thompson et al., 2007].

3.1. SHADOZ Network

[18] The SHADOZ ozonesonde network currently con-
sists of fourteen stations located in the tropics, approxi-
mately within —26°S < latitude < 10°N [Thompson et al.,
2003a, 2003b, 2007]. It should be noted that the different
stations use the three most common variations of the KI
cathode sensing solution. The station locations, KI cathode
solution, and pump manufacturer used at each station are
summarized in Table 1. Nine of the stations use the 1% KI
buffered solution, four stations use the 2% KI unbuffered
solution and a single station uses the 0.5% KI buffered
cathode solution. Each station used consistently the indi-
cated concentration during the entire period of this valida-
tion study. Different sites used KI solution types in
combinations with different pumps, sometimes contrary to
manufacturer recommendation, which can be expected to
have effects nearly as strong as those introduced by the
solution recipe itself. The combination of 2% solution with
the Science Pump (SPC) sondes will generally produce the
lowest ozone readings [Thompson et al., 2007]. The 1/10th
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Figure 2. Shown are ozone differences between HIRDLS and 244 ozonesondes from the Southern
Hemisphere Additional Ozonesonde (SHADOZ) network (26°S to 10°N, with a wide longitudinal
distribution). Ozone differences are shown in terms of (left) mixing ratio and (right) percent of sonde
values. The mean differences are the solid blue lines, the standard deviations are the dashed blue lines
bracketing the mean, and the individual differences from which these are derived are the horizontally
distributed layers of black dots (visible as gray lines of varying intensity). All differences here are
HIRDLS minus ozonesonde, so negative differences denote low HIRDLS values. This format is used in

all similar plots in this paper.

normal buffer strength used with the 1% KI solution in the
Heredia station, will yield performance more like that of the
2% unbuffered solution [Johnson et al., 2002].

[19] The temporal and spatial criteria used to determine
coincidence are: HIRDLS profiles must be within 12 hours
and within 560 km (circle with 5 degree latitude radius) of the
sonde launch time and launch site, respectively. About 240
SHADOZ sondes match the coincidence criteria for the 490
HIRDLS dates available. Typically there are 6 to 20 coinci-
dent HIRDLS profiles for any given ozonesonde. The ozone
difference is calculated for each HIRDLS-ozonesonde
profiles pair that matched these criteria for all SHADOZ
sites. Individual profile comparisons are presented in
section 2.4. The ozonesondes in this data set reached burst
pressures as low as 4 hPa (~37 km).

[20] The mean and standard deviation of all ozone-difference
profiles are shown in Figure 2 in terms of volume mixing
ratio (ppmv) and in terms of percentage (of ozonesonde
values). The mean difference is within 10% between 6 hPa
and 50 hPa, and is often 5% or better. At heights above
6 hPa the mean difference reached 15%. At 50 hPa the
magnitude of the difference increased rapidly with increas-
ing pressure, reaching a difference of about 50% at about
70 hPa. This is probably a result of the smaller cloud-
related spikes that passed through the postprocessor filter-
ing. This algorithm may soon become unnecessary as
improvements to the current operational cloud detection
algorithm are implemented.

3.2. SAUNA Campaign

[21] SAUNA was a high-latitude campaign, based in
Sodankyld, Finland, which took place from mid-March to
early May 2006. The 0.5% KI cathode solution concentra-
tion was used with all SAUNA ozonesondes shown here.
Sondes in this data set also reached burst pressures of about
4 hPa (~36 km). Differences are computed in the same way
as was done for the SHADOZ sondes, and are shown in

Figure 3. The mean difference at pressures between 7 and
30 hPa is generally better than 10%. At heights above 7 hPa
the difference increases to slightly more than 10%, similar
to what was found for SHADOZ sondes. Between 30 and
70 hPa, the mean difference is between negative 10 and
15%. At 70 hPa the magnitude of the difference increases
rapidly with increasing pressure, reaching a difference of
about 50% at about 200 hPa, in a pattern similar to what
is seen in many of the other HIRDLS correlative data
comparisons.

3.3.  WAVES Campaign

[22] WAVES was a midlatitude campaign, based in Belts-
ville, Maryland, which took place during July and August of
2006. The maximum sonde height among the coincident
sondes shown here was 9 hPa (32 km). Excellent coinci-
dence was achieved, typically between 15 to 150 minutes
temporally and frequently less than 150 km spatially.

[23] The resulting mean difference (Figure 4) is slightly
better than what was found with SAUNA, with generally
less than 5% difference between 40 hPa and 9 hPa, and with
a reduced range, 50—70 hPa, over which the mean differ-
ence is between negative 10 and 15%. Here again, at 70 hPa
the magnitude of the difference increased rapidly with
increasing pressure, reaching a difference of about 50% at
about 150 hPa. This decisive degradation with increasing
pressure (decreasing height), which begins somewhere
between about 50 and 100 hPa, depending on latitude, is
a feature which is present for all of the sonde comparisons
just shown, as well as for other comparisons to be shown
here. This may be caused by unfiltered cloud-related spikes,
which may be expected to occur at greater pressures with
increasing latitude.

3.4. Ozonesonde Profile Comparisons

[24] Looking at ozone differences from the statistical
point of view, as was just done, does not allow for
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Figure 3. Shown are mean (solid blue) and the standard deviation (dashed blue) of the ozone
differences between HIRDLS and ozonesondes (34 sondes using 0.5% KI cathode solution) from the
spring 2006 Sodankyld Total Ozone Intercomparison and Validation (SAUNA) campaign carried out at
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Sodankyld, Finland (67°N, 27°E).

evaluation of the vertical resolution of HIRDLS ozone
measurements. In order to do so, a more detailed look at
individual sonde comparisons with coincident HIRDLS
profiles is useful. If the small vertical-scale features that
are routinely exhibited in the HIRDLS measurements are
real, one would expect to see similar features, at least some
of the time, in the sonde profiles, as sondes clearly have the
benefit of high vertical resolution.

[25] One would not expect to always see similar fine
vertical-scale features in both sonde and HIRDLS profiles,
even in a hypothetical case with very well matched coinci-
dence criteria and where it was known beyond any doubt
that HIRDLS had very high vertical resolution. The obvious
reason for this is that the viewing geometries and the
sampling timescales of the two platforms are inherently
different. The in situ sonde sampling contrasted against the
several hundred kilometer HIRDLS limb, as well as the
15 second HIRDLS profile compared to the 2 hour sonde

Ozone Difference
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profile, introduces some ambiguity to the precisely defined
and measured coincidence criteria.

[26] Figure 5 is a 10-panel plot of individual sonde
profiles compared with the series of coincident HIRDLS
profiles that matched the coincidence criteria used in the
statistical studies above. Figures 5a—5f are taken from
various SHADOZ sites, and Figures 5g—5j are from the
SAUNA and WAVES campaigns. It is fairly obvious that
many of the fine vertical features seen in the sonde profiles
are also seen in the HIRDLS profiles. This is most clearly
seen in subplots (Figure 5a) and (Figure 5b) from La
Reunion Island. Here, fine-scale features are mirrored over
nearly the full range of overlap of the sonde and HIRDLS
profiles. One can see the agreement in the more obvious
features near 10—20 hPa, but also in the more subtle
features present in the underside of the ozone layer near
50 hPa. These are also exhibited to varying degrees in
SHADOZ profiles (Figures 5c—5e) and WAVES profiles
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Figure 4. Shown are mean (solid blue) and the standard deviation (dashed blue) of the ozone
differences between HIRDLS and ozonesondes (21 sondes using 0.5% KI cathode solution) from the
summer 2006 Water Vapor Validation—Satellite/Sondes (WAVES) campaign carried out in Beltsville,
Maryland, 39°N, 77°W.
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Individual ozonesonde profiles are compared with the nearest HIRDLS profiles: (a—f)

SHADOZ, (g, h) SAUNA, and (i, j) WAVES. Ozonesonde profiles are represented by black dots; the
coincident HIRDLS profiles are the colored lines. The legend contains two numbers separated by a
comma: the first denotes the geophysical separation of the HIRDLS profile from the sonde in kilometers,
and the second denotes the separation in hours. The closest of the coincident HIRDLS profiles is the bold
blue line in the plot. South latitudes and west longitudes are denoted as negative in the labels.

[27] The high-latitude SAUNA profiles (Figures 5g and
5h) showed the greatest disparity in terms of both fine-scale
structure and magnitude. Though larger-scale features
seemed to be captured and some small-scale features seem

(Figures 51 and 5j). The Heredia profile (Figure 5f) appears
to reproduce the subtle contour throughout the profile
leading up to the sharp peak at 15 hPa. This may be
coincidence, but it is not unusual.
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to be present in both measurements, it is more difficult
to conclude that HIRDLS is capturing the fine-scale
variability.

[28] A likely cause for this relates to limitations in actual
coincidence alluded to earlier. The 2006 Arctic late winter/
early spring was a very dynamic period which experienced a
strong stratospheric sudden warming causing a breakup of
the polar vortex, followed by a strong reformation of the
vortex in the upper stratosphere [Randall et al., 2006;
Manney et al., 2007]. Under these circumstances you
expect to have extremely variable ozone both vertically
and horizontally, as relatively low-ozone vortex air mixes
with higher ozone air previously outside the vortex in
varying degrees with height. This accentuates coincident-
observation ozone discrepancies caused by differences in
sampling domains of the different instruments. It represents
an extreme case and a limitation for HIRDLS or any other
limb-viewing instrument.

4. Ground-Based Lidar

[29] HIRDLS ozone was compared to three differential
absorption lidars (DIAL) operated under the NDACC net-
work. These lidar systems are located at (1) the Mauna Loa
Observatory, Hawaii (MLO) (19.5°N, 155.6°W), (2) the
Table Mountain Facility, California (TMF) (34.4°N,
117.7°W), both operated by the Jet Propulsion Laboratory
(JPL), and (3) the Observatoire de Haute-Provence, France
(OHP) (43.9°N, 5.71°E) operated by the Centre National de
la Recherche Scientifique (CNRS).

[30] Details of the implementation of the DIAL method
for measuring stratospheric ozone are described for OHP by
Godin et al. [1989], for TMF by McDermid et al. [1990],
and for MLO by McDermid et al. [1995]. The full measure-
ment ranges of these lidars are as follows: TMF, 4—55 km;
MLO, 15-55 km; and OHP, 10—45 km. Each of these lidars
routinely performs nighttime measurements averaged over
several hours, about three nights per week on average.

[31] In the case of MLO and TMF the ozone total
uncertainty (including both precision and accuracy) ranges
from 2% at the center of the ozone number density peak
(22-25 km) to 50% and more below 14 km (owing to the
rarity of ozone) and above 45 km (owing to the drop of
signal-to-noise ratio). The OHP total accuracy also ranges
from a few percent below 20 km to greater than 10% above
45 km [Godin-Beekmann et al., 2003] and has horizontal
spatial resolution of about 100 km. In all three lidars the
vertical resolution varies with altitude, ranging from several
hundred meters in the lower part of the profiles to about 2 to
8 km at the top of the profiles.

[32] At MLO and OHP two additional wavelengths are
detected in order to retrieve ozone in case of high aerosol
loading [McGee et al., 1993]. Under normal conditions the
TMF also has this capability, but it was not operational
during this Aura validation period owing to maintenance
issues. TMF also operates an additional Rayleigh lidar
system for tropospheric ozone measurements (4—25 km)
since 1999 [McDermid et al., 2002]. The vertical resolution
of these profiles runs from 75 m in the lower troposphere to
4-5 km in the lower stratosphere. The ozone total uncer-
tainty ranges from 5% at the bottom of the profile to 15% at
the top.
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[33] The pressure profile, which is the grid used to
compare with HIRDLS ozone, is determined by normaliz-
ing the lower altitude Raman channel, if available, to the
closest-in-time radio sounding(s). If two soundings were
made within 12 hours of the lidar measurements, both are
used (time interpolation). When a local radiosonde is not
available, the source is NCEP 12Z available though
NDACC (normalized at 30+ km). The upper lidar channels
are simply normalized to the lower ones after the latter have
been normalized to NCEP or radiosonde [Leblanc et al.,
1998].

4.1. Comparisons: MLO, TMF, and OHP

[34] The same temporal and spatial coincidence criteria
are used for the lidars as were used for ozonesonde
comparisons, namely, 12 hours and a 560 km radius. The
same comparisons are also done with lidar measurements as
were done with ozonesondes: a statistical difference analy-
sis to quantify systematic bias; and examination of individ-
ual profile comparisons to gain a better understanding of the
HIRDLS vertical resolution capability.

[35] Although lidars give localized, high vertical resolu-
tion profiles, much as ozonesondes do, there are several
noteworthy differences that may have an effect on compar-
isons with HIRDLS. The most obvious difference is that
these lidars have a vertical range that extends up to 20 km
higher into the stratosphere than the sondes, allowing for
comparisons of the top side of the ozone layer (in VMR). A
less obvious difference is that although they are both
roughly 2 hour measurements, the lidar profile is a time
integrated measurement over the full range of the profile,
whereas the sonde is a sliding snapshot with a height-time
dependency. The result is that one should expect a certain
amount of smoothing to effectively occur in the lidar
profiles, due to averaging of any short-timescale vertically
dependent variability, if and when present.

[36] Figures 6, 7, and 8 show the mean and standard
deviation of the difference profiles between HIRDLS and
lidar, for MLO, TMF and OHP, respectively. In general,
HIRDLS ozone compared slightly better with MLO and
TMEF than it did with OHP. Agreement with MLO and TMF
was within 5% between 2 and 40 hPa, with the exception
that between 12 and 25 hPa HIRDLS ozone was 5—-10%
high compared to MLO. Compared with OHP, HIRDLS
ozone was generally within 10% between 2 and 40 hPa,
with the exception that between 5 and 10 hPa HIRDLS was
slightly more than 10% higher. One can also see clearly
that the HIRDLS bias is fairly consistently high between
5-20 hPa in comparison with all three lidars.

[37] At roughly 50 hPa HIRDLS ozone tends to be 10—
15% low compared with all three lidars. With increasing
pressure beyond 50 hPa, the difference becomes rapidly more
positive as the standard deviation also increases rapidly. This
behavior is very similar to what is observed in the ozone-
sonde comparisons, especially for SAUNA and WAVES, and
may have the same root cause. At pressures less than 2 hPa
comparisons are more erratic as the standard deviation of the
difference becomes rapidly larger; this coincides with the
upper height range of useful lidar measurements as estab-
lished in their specifications.
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Figure 6. Shown are ozone differences between 73 Mauna Loa Observatory (MLO) lidar profiles and
the 659 coincident HIRDLS profiles, in terms of (left) mixing ratio and (right) percent of lidar values. The
mean differences are the solid blue lines, the standard deviations are the dashed blue lines bracketing the
mean, and the individual differences from which these are derived are the horizontally distributed layers
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of black dots (visible as gray lines of varying intensity).

4.2. Lidar Profile Comparisons

[38] Figure 9 shows individual profile comparisons with
the MLO, TMF, and OHP lidars. Profile comparisons here
echo the ozonesonde profile comparisons shown earlier.
Many of the finest vertical features observed by lidar at all
three stations are also visible in the coincident HIRDLS
profiles. This appears to be true over nearly the full over-
lapping range of the profiles, up to the uppermost vertical
regions where ozonesondes make measurements (pressures
of 4 hPa), as indicated by Figures 9c and 9d. Some of the
observed fine vertical features appear more pronounced in
the HIRDLS profiles than they do in the coincident lidar
profile (Figures 9a, 9c, and 9e). This is what one might
expect to see in a scenario where there is relatively high
temporal variability in a highly vertically structured ozone
field. This structure would be smoothed in the 2 hour
integration period over which the lidar profile is averaged,
but would be captured in the ~15 second HIRDLS profiles
if HIRDLS is indeed capable of resolving this vertical scale.
In such a case one might also expect to see high variability

Ozone Difference
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Pressure (hPa)
=)

100
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between adjacent HIRDLS profiles, which appears to be the
case at least in Figures 9a and 9e.

5. Airborne Lidar During INTEX-B

[39] During the Intercontinental Chemical Transport Ex-
periment—B (INTEX-B) campaign in spring 2006, the
AROTAL airborne lidar on board a DC-8 took nearly con-
tinuous measurements between latitudes 19°N and 58°N on
1 May 2006, between about 0745 UT and 1345 UT during
the transition flight between Hilo, Hawaii, and Anchorage,
Alaska. The path of the flight was directly under the
HIRDLS measurement tract, which at these latitudes was
fairly parallel to a meridian, roughly 151°W =+ 1°. During
this time, about 560 lidar profiles were taken all within
33 km, on average, from the nearest HIRDLS profile from
among the 48 profiles coincident with the flight path. The
obvious advantage here is proximity over a wide latitude
range.
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Figure 7. Shown are ozone differences between 74 Table Mountain Facility (TMF) lidar profiles and
the 685 coincident HIRDLS profiles. The plot layout is the same as that in Figure 6.
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