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Validation of the Aura Microwave Limb Sounder ClO measurements
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[11 We assess the quality of the version 2.2 (v2.2) ClO measurements from the
Microwave Limb Sounder (MLS) on the Earth Observing System Aura satellite. The MLS
v2.2 CIO data are scientifically useful over the range 100 to 1 hPa, with a single-profile
precision of ~0.1 ppbv throughout most of the vertical domain. Vertical resolution is ~3—
4 km. Comparisons with climatology and correlative measurements from a variety of
different platforms indicate that both the amplitude and the altitude of the peak in the C1O
profile in the upper stratosphere are well determined by MLS. The latitudinal and seasonal
variations in the CIO distribution in the lower stratosphere are also well determined, but a
substantial negative bias is present in both daytime and nighttime mixing ratios at retrieval
levels below (i.e., pressures larger than) 22 hPa. Outside of the winter polar vortices, this
negative bias can be eliminated by subtracting gridded or zonal mean nighttime values
from the individual daytime measurements. In studies for which knowledge of lower
stratospheric C1O mixing ratios inside the winter polar vortices to better than a few tenths
of a ppbv is needed, however, day — night differences are not recommended and the
negative bias must be corrected for by subtracting the estimated value of the bias from the
individual measurements at each affected retrieval level.
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1. Introduction

[2] The partitioning between active and reservoir forms of
chlorine modulates ozone destruction throughout the strato-
sphere [e.g., Solomon, 1999; World Meteorological Organi-
zation, 2007]. Chlorine monoxide, CIO, is the primary form
of reactive chlorine in the stratosphere and thus a key catalyst
for ozone loss. The Microwave Limb Sounder (MLS) on
NASA’s Earth Observing System (EOS) Aura satellite meas-
ures vertical profiles of ClO globally on a daily basis. Initial
validation of the first publicly available Aura MLS ClO data
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set, version 1.5 (v1.5), was presented by Barret et al. [2006].
Here we report on the quality of the recently released version
2.2 (v2.2) Aura MLS CIO measurements. The measurement
system is described in section 2. In addition to providing a
review of instrumental and orbital characteristics, this section
includes guidelines for quality control that should be applied
to the v2.2 C1O measurements, documents their precision and
spatial resolution, and quantifies sources of systematic un-
certainty. Because the v1.5 Aura MLS ClO data have been
featured in some previous studies [e.g., Schoeberl et al.,
2006a; Santee et al., 2005], section 2 provides an overview of
the differences between v2.2 and v1.5 C1O data. A systematic
negative bias, present in v1.5 but, unfortunately, worse in
v2.2, is also quantified in this section. In section 3, “zeroth-
order” validation of the Aura MLS CIO data is accomplished
by comparing against climatological averages in narrow
equivalent latitude bands compiled from the multiyear Upper
Atmosphere Research Satellite (UARS) MLS CIlO data set.
Accuracy is assessed through comparisons with correlative
data sets from a variety of platforms in section 4. Finally, in
section 5 we summarize the Aura MLS CIO validation results.

2. Aura MLS ClO Measurement Description
2.1. Overview of the MLS Measurement System

[3] Aura, the last in NASA’s EOS series of satellites, was
launched on 15 July 2004 into a near-polar, sun-synchronous,
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705-km altitude orbit with a 1345 local time (LT) ascending
equator-crossing time [Schoeberl et al., 2006b]. One of its
four instruments, Aura MLS, is an advanced successor to
the Microwave Limb Sounder on UARS. Detailed informa-
tion on the microwave limb sounding technique in general
and the Aura MLS instrument in particular is given by
Waters [1993] and Waters et al. [2006], respectively.
MLS observes a large suite of atmospheric parameters
by measuring millimeter- and submillimeter-wavelength
thermal emission from Earth’s limb with seven radio-
meters covering five broad spectral regions. The standard
CIO product is retrieved from radiances measured by the
radiometer centered near 640 GHz, which covers the strong
CIO rotational line at 649.5 GHz. C1O is also measured by the
190-GHz radiometer (using the 204.4 GHz CIO line mea-
sured by UARS MLS), but these retrievals have slightly
poorer precision and are not considered further here.

[4] The Aura MLS fields of view point forward in the
direction of orbital motion and vertically scan the limb in
the orbit plane, leading to data coverage from 82°S to 82°N
latitude on every orbit. Thus Aura MLS obtains continuous
daily sampling of both polar regions, with none of the
temporal gaps from yaw maneuvers that occurred with
UARS MLS. The MLS limb scans are synchronized to
the Aura orbit, with 240 scans per orbit at essentially fixed
latitudes. This results in ~3500 scans per day, with an
along-track separation between adjacent retrieved profiles
of 1.5° great circle angle (~165 km). The longitudinal
separation of MLS measurements, set by the Aura orbit, is
10-20° over low and middle latitudes, with much finer
sampling in the polar regions. Most MLS data products,
including ClO, are reported on a fixed vertical pressure grid
with six levels per decade change in pressure in the
troposphere and stratosphere.

[s] The MLS “Level 2” data (retrieved geophysical
parameters and diagnostics at the measurement locations
along the suborbital track) are generated from input
“Level 1” data (calibrated radiances and engineering
information) by the MLS data processing software. The
MLS retrieval algorithms, described in detail by Livesey et
al. [2006], are based on the standard optimal estimation
method; they employ a two-dimensional approach that takes
into account the fact that limb observations from consecu-
tive scans cover significantly overlapping regions of the
atmosphere. The data are divided into overlapping
“chunks” consisting of the measurements in a 15° span
of great circle angle (typically about 10 vertical profiles);
retrievals are performed for each of these chunks indepen-
dently and then joined together to produce a complete set of
output [Livesey et al., 2006]. The results are reported
in Level 2 Geophysical Product (L2GP) files, which are
HDF-EOS (a version of the Hierarchical Data Format
developed specifically for storing Earth science data gener-
ated by EOS instruments) version 5 files containing swaths
in the Aura-wide standard format [Livesey et al., 2007]. A
separate L2GP file is produced for each standard MLS
product for each day (0000—2400 UT).

[6] Reprocessing of the MLS data collected to date with
the v2.2 algorithms is ongoing; however, at the time of
writing (February 2007) only a small subset of the data,
consisting of fewer than 100 days, has been reprocessed,
with priority given to days for which correlative measure-
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ments exist. Although small compared to the entire MLS
data record, this set of v2.2 days spans all seasons and is
sufficient for thorough investigation of the MLS data
quality.

2.2. MLS CIO Data Usage Guidelines

[7] Along with the data fields, the L2GP files contain
corresponding precision fields, which quantify the impact of
radiance noise on the data and, particularly in regions with
less measurement sensitivity, the contribution of a priori
information. The data processing software flags the preci-
sion with a negative sign when the estimated precision is
worse than 50% of the a priori precision; thus only data
points for which the associated precision value is positive
should be used.

[8] Three additional data quality metrics are provided for
every vertical profile of each product. “Status” is a bit field
indicating operational abnormalities or problems with the
retrievals; see Table 1 for a complete description. Profiles
for which “Status” is an odd number should not be used in
any scientific study. Nonzero but even values of “Status”
indicate that the profile has been marked as questionable,
typically because the measurements may have been affected
by the presence of thick clouds. Globally fewer than 1% of
profiles are typically identified in this manner, and clouds
generally have little influence on the stratospheric ClO data.
Thus profiles with even values of “Status” may be used
without restriction.

[s] The “Quality” field describes the degree to which the
measured MLS radiances have been fitted by the Level 2
algorithms. In theory, larger values of “Quality” indicate
generally good radiance fits, whereas values closer to zero
indicate poorer radiance fits and thus less reliable data. In
practice, low values of “Quality” are not always associated
with profiles that are obviously “bad.” As a precaution, we
recommend rejecting profiles having “Quality” values less
than 0.8. This threshold for “Quality” typically excludes
~1-3% of CIO profiles on a daily basis; it is a conservative
value that potentially discards a significant fraction of
“good” data points while not necessarily identifying all
“bad” ones.

[10] Additional information on the success of the retrieval
is conveyed by the “Convergence” field, which compares
the fit achieved for each “chunk” of ~10 profiles to that
expected by the retrieval algorithms; values around 1.0
typically indicate good convergence. We recommend reject-
ing profiles for which “Convergence” exceeds 1.5. On a
typical day this threshold for “Convergence” discards 2—
5% of the ClO profiles, some (but not all) of which are
filtered out by the other quality control measures.

[11] Finally, we note that the MLS data processing
algorithms often produce negative mixing ratios, especially
for noisy retrievals such as ClO when values are very low.
Though unphysical, the negative mixing ratios must be
retained in any scientific studies making use of averages
of data, in order to avoid introducing positive biases into the
MLS averages.

2.3. Signature of CIO in the MLS Radiances

[12] Sample radiances from the 640-GHz region of the
spectrum for a representative day during Antarctic winter
are shown in Figure 1. More specifics about the MLS
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Table 1. Meaning of Bits in the “Status” Field

Bit Value® Meaning

0 1 flag: do not use this profile (see bits 89 for details)

1 2 flag: this profile is “suspect” (see bits 4—6 for details)

2 4 unused

3 8 unused

4 16 information: this profile may have been affected
by high-altitude clouds

5 32 information: this profile may have been affected by
low-altitude clouds

6 64 information: this profile did not use GEOS-5
temperature a priori data

7 128 unused

8 256 information: retrieval diverged or too few radiances
available for retrieval

9 512 information: the task retrieving data for this profile

crashed (typically a computer failure)

#“Status” field in L2GP file is the total of appropriate entries in this
column.

spectrometers, the spectral bands they cover, and their target
molecules are given by Waters et al. [2006], and a full
representation of the MLS spectral coverage superimposed
on a calculated atmospheric spectrum is presented by Read
et al. [2006]. The dominant spectral feature in Figure 1 (top)
is due to emission from an Oj line near 650.7 GHz in
the upper sideband (upper x axis); the smaller peak at
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649.45 GHz arises from a cluster of CIO lines. Figure 1
(left) shows global average radiances, while Figure 1 (right)
shows the region poleward of 60°S (where chlorine has
been converted from reservoir forms to CIO inside the
Antarctic polar vortex) in order to emphasize the ClO
spectral signature, which typically has an amplitude of
~10—-15 K in the lower stratosphere when ClO is enhanced.
The residuals shown in Figure 1 (bottom) indicate that on
average the retrievals are fitting the radiances to within
~5% (~0.5 K) for these bands.

2.4. Precision, Spatial Resolution, and Vertical Range

[13] The precision of the MLS CIO measurements is
estimated empirically by computing the standard deviation
of the descending (i.e., nighttime) profiles in the 20°-wide
latitude band centered around the equator. For this region
and time of day, natural atmospheric variability should be
negligible relative to the measurement noise. As shown in
Figure 2, the observed scatter in the v2.2 data is ~0.1 ppbv
from 100 to 3 hPa, rising to ~0.3 ppbv at 1 hPa, above
which it increases sharply. The scatter is essentially invari-
ant with time, as seen by comparing the results for the
different days shown in Figure 2.

[14] The single-profile precision estimates cited here are,
to first order, independent of latitude and season, but it
should be borne in mind that the scientific utility of
individual MLS profiles (i.e., signal to noise) varies with
CIO abundance. Outside of the lower stratospheric winter
polar vortices, within which CI1O is often strongly enhanced,

Selected Radiances for Bands 10, 11, 28, 29 On September 7, 2005 (2005d250)
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Figure 1. Sample radiances and residuals from the Aura MLS 640-GHz radiometer for bands 10 and 11

for ascending (daytime) data averaged over (left) the entire globe and (right) latitudes poleward of 60°S.
(top) Average radiances for a representative day with substantial ClO enhancement in the Antarctic polar
vortex (7 September 2005), expressed as brightness temperature (in K), for five selected tangent point
altitudes from 18.5 km (purple) to 45.6 km (red). The MLS signal is a combination of incoming radiance
at frequencies above (upper sideband, upper x axis) and below (lower sideband, lower x axis) the
642.870 GHz local oscillator. The widths of the various MLS spectral channels are denoted by the
horizontal bars. (bottom) The average residual of the fit achieved by the MLS version 2.2 (v2.2) retrieval
algorithms. Residuals for channels not used in the retrievals are not shown.
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Figure 2. Precision of the (left) v2.2 and (right) v1.5 MLS
ClO measurements for four representative days (see
legend). Solid lines depict the observed scatter in night-
time-only measurements obtained in a narrow equatorial
band (see text); dotted lines depict the theoretical precision
estimated by the retrieval algorithm.

the single-profile precision exceeds typical ClO mixing
ratios, necessitating the use of averages for scientific studies.
In most cases, precision can be improved by averaging, with
the precision of an average of N profiles being 1/+/N times
the precision of an individual profile (note that this is not the
case for averages of successive along-track profiles, which
are not completely independent because of horizontal
smearing).

[15] The observational determination of the precision is
compared in Figure 2 to the theoretical precision values
reported by the Level 2 data processing algorithms. The
predicted precision exceeds the observed scatter, particularly
above 15 hPa. This is a common feature of optimal
estimation retrieval systems, indicating that the a priori
information and the vertical smoothing applied to stabilize
the retrieval are having a nonnegligible influence by reduc-
ing the variability in the retrieved values at these levels.
Because the theoretical precisions take into account occa-
sional variations in instrument performance, the best esti-
mate of the precision of an individual data point is the value
quoted for that point in the L2GP files, but it should be
borne in mind that this approach can slightly overestimate
the actual measurement noise.

[16] For comparison, Figure 2 also shows precision
estimates for the v1.5 MLS CIO data. In terms of precision,
the v2.2 CIO data are not greatly different from v1.5; other
differences between the two versions are discussed in
section 2.6.

[17] As mentioned previously, the MLS retrieval algo-
rithms employ a two-dimensional approach that accounts
for the fact that the radiances for each limb scan are
influenced by the state of the atmosphere at adjacent scans
along the forward looking instrument line of sight [Livesey
et al., 2006]. The resolution of the retrieved data can be
described using “averaging kernels” [e.g., Rodgers, 2000];
the two-dimensional nature of the MLS data processing
system means that the kernels describe both vertical and
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horizontal resolution. Smoothing, imposed on the retrieval
system in both the vertical and horizontal directions to
enhance retrieval stability and precision, degrades the in-
herent resolution of the measurements. Consequently, the
vertical resolution of the v2.2 ClO data, as determined from
the full width at half maximum of the rows of the averaging
kernel matrix shown in Figure 3, is ~3—4.5 km. Note that
there is considerable overlap in the averaging kernels for the
100 and 147 hPa retrieval surfaces, indicating that the
147 hPa retrieval does not provide completely independent
information. Figure 3 also shows horizontal averaging
kernels, from which the along-track horizontal resolution
is determined to be ~250—500 km over most of the vertical
range. The cross-track resolution, set by the width of the
field of view of the 640-GHz radiometer, is ~3 km.

[18] Although CIO is retrieved (and reported in the L2GP
files) over the range from 147 to 0.001 hPa, on the basis of
the drop off in precision and resolution and the lack of
independent information contributed by the measurements,
the data are not deemed reliable at the extremes of the
retrieval range. Thus we recommend that v2.2 CIO be used
for scientific studies only at the levels between 100 and 1 hPa.

2.5. Quantification of Systematic Uncertainty

[19] A major component of the validation of MLS data is
the quantification of the various sources of systematic
uncertainty. Systematic uncertainties arise from instrumental
issues (e.g., radiometric calibration, field of view character-
ization), spectroscopic uncertainty, and approximations in
the retrieval formulation and implementation. This section
summarizes the relevant results of a comprehensive quan-
tification of these uncertainties that was performed for all
MLS products. More information on this assessment is
given by Read et al. [2007, Appendix A].

[20] The impact on MLS measurements of radiance (or
pointing where appropriate) of each identified source of
systematic uncertainty has been quantified and modeled.
These modeled impacts correspond to either 2-o estimates
of uncertainties in the relevant parameters, or an estimate of
their maximum reasonable errors based on instrument
knowledge and/or design requirements. The effect of these
perturbations on retrieved MLS products has been quanti-
fied for each source of uncertainty by one of two methods.

[21] In the first method, sets of modeled errors
corresponding to the possible magnitude of each uncertainty
have been applied to simulated MLS cloud-free radiances,
based on a model atmosphere, for a whole day of MLS
observations. These sets of perturbed radiances have then
been run through the routine MLS data processing algo-
rithms, and the differences between these runs and the
results of the “unperturbed” run have been used to quantify
the systematic uncertainty in each case. The impact of the
perturbations varies from product to product and among
uncertainty sources. Although the term “systematic uncer-
tainty” is often associated with consistent additive and/or
multiplicative biases, many sources of ““systematic” uncer-
tainty in the MLS measurement system give rise to addi-
tional scatter in the products. For example, although an error
in the O; spectroscopy is a bias on the fundamental
parameter, it has an effect on the retrievals of species with
weaker signals (e.g., ClO) that is dependent on the amount
and morphology of atmospheric ozone. The extent to which
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Figure 3. Typical two-dimensional (vertical and horizon-
tal along-track) averaging kernels for the MLS v2.2 CIO
data at 70°N; variation in the averaging kernels is
sufficiently small that these are representative for all
profiles. Colored lines show the averaging kernels as a
function of MLS retrieval level, indicating the region of the
atmosphere from which information is contributing to the
measurements on the individual retrieval surfaces, which
are denoted by plus signs in corresponding colors. The
dashed black line indicates the resolution, determined from
the full width at half maximum (FWHM) of the averaging
kernels, approximately scaled into kilometers (top axis).
(top) Vertical averaging kernels (integrated in the horizontal
dimension for five along-track profiles) and resolution. The
solid black line shows the integrated area under each kernel
(horizontally and vertically); values near unity imply that
the majority of information for that MLS data point has
come from the measurements, whereas lower values imply
substantial contributions from a priori information. (bottom)
Horizontal averaging kernels (integrated in the vertical
dimension) and resolution. The individual horizontal
averaging kernels are scaled in the vertical direction such
that a unit change is equivalent to one decade in pressure.
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such terms can be expected to average down is estimated to
first order by these “full up studies™ through their separate
consideration of the bias and scatter each source of uncer-
tainty introduces into the data. The difference between the
retrieved product in the unperturbed run and the original
“truth” model atmosphere is taken as a measure of uncer-
tainties due to retrieval formulation and numerics. To test
the sensitivity of the retrieved mixing ratios to the a priori
information, another retrieval of the unperturbed radiances
is performed with the a priori adjusted by a factor of 1.5.

[22] In the second method, the potential impact of some
remaining (typically small) systematic uncertainties has
been quantified through calculations based on simplified
models of the MLS measurement system [see Read et al.,
2007]. Unlike the “full up studies,” these calculations only
provide estimates of “gain uncertainty” (i.e., possible
multiplicative error) introduced by the source in question;
this approach does not quantify possible biases or additional
scatter for these minor sources of uncertainty.

[23] Figure 4 summarizes the results of the error charac-
terization for the MLS v2.2 CIO measurements. The colored
lines show the magnitudes of expected biases, additional
scatter, and possible scaling uncertainties the various errors
may introduce into the data, and should be interpreted as 2-o
estimates of their probable magnitude. The dominant source
of uncertainty throughout the profile originates from the
spectral distortion induced in the calibrated MLS radiances
by departures from a linear response within the signal
chains, leading to gain compression. The exact nature of
this distortion has yet to be fully characterized; however, a
representative signature has been used to estimate the
resultant uncertainty (cyan lines). Other potentially signifi-
cant sources of error include uncertainty in the field of view
pointing offsets between the two 118-GHz radiometers and
the 240-GHz radiometer (red lines), uncertainty in continuum
emission/absorption and the width of the spectral line
measured by MLS (green lines), and the impact of errors
in Os (retrieved in the same phase as ClO [Livesey et al.,
20006]) arising from errors in the Os line shape (blue lines).
Retrieval numerics and sensitivity of the MLS measurement
system to a priori information (grey lines) contribute some
scatter throughout the vertical range. Although these simu-
lation results also suggest that retrieval numerics may lead
to scaling errors of +£35-55% at 68 and 100 hPa, a
reliable estimate is hampered by the (albeit geophysically
appropriate) lack of dynamic range in the “truth” mixing
ratios used for these levels, and the actual multiplicative
error contributed by retrieval numerics is likely to be much
smaller (e.g., ~+20% as at 46 hPa). Other potential sources of
uncertainty, such as the presence of thick clouds associated
with deep convection or errors in the MLS temperature
product, are found to have a negligible impact.

[24] In aggregate, systematic uncertainties are estimated
to induce in the v2.2 ClO measurements biases of
~20.1 ppbv from 100 to 32 hPa and less than +0.05 ppbv
above 22 hPa and multiplicative errors of ~£5-20%
throughout the stratosphere. The scatter introduced into
the data by the various sources of uncertainty is estimated
to be less than +0.04 ppbv throughout the vertical domain, a
value substantially smaller than the empirical determination
of the precision (~0.1-0.3 ppbv) discussed in section 2.4.
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Figure 4. The estimated impact (2-0) of various families of systematic uncertainty on the MLS CIO
observations. The first two panels show the possible biases (first panel) and standard deviation (second
panel) of the additional scatter introduced by the various families of uncertainty, with each family denoted
by a different colored line. Cyan lines denote uncertainties in MLS radiometric and spectral calibration.
Magenta lines show uncertainties associated with the MLS field of view and antenna transmission
efficiency. Red lines depict errors associated with MLS pointing uncertainty. The impacts of uncertainties
in spectroscopic databases and forward model approximations are denoted by the green line, while those
associated with retrieval formulation are shown in grey. The gold lines indicate uncertainty resulting from
errors in the MLS temperature product, while the blue lines show the impact of similar “knock on” errors
in other species. Finally, the typical impact of cloud contamination is denoted by the black line. The third
panel shows the root sum square (RSS) of all the possible biases (thin solid line), all the additional scatter
(thin dotted line), and the RSS sum of the two (thick solid line). The fourth panel shows the scaling
uncertainty introduced by the various families of errors, with the thick black line showing the RSS of all

the reported scaling uncertainties.

[25] As will be discussed in more detail in the following
sections, a substantial (~0.1-0.4 ppbv) negative bias is
present in the v2.2 MLS CIO measurements at retrieval
levels below 22 hPa. That such a significant feature in the
data is not explained by the results presented in Figure 4
indicates limitations in our uncertainty quantification study.
Potential but unaccounted for sources of error include
contamination of the ClO retrieval from interfering species
(other than ozone, the impact of which was quantified in
Figure 4). Possible contaminant species include CH;CI,
which has lines in two wing channels of the band used to
measure ClO, and CH3;OH, which has a cluster of lines in
the image sideband with an intermediate frequency nearly
the same as that of ClO. Experiments with precursory
“version 3” algorithms in which CH;Cl is retrieved show
great promise in reducing the negative bias in the lower
stratospheric ClO data, as shown in Figure 5. Although
rigorous validation of the resulting CH5Cl field has not yet
been undertaken, preliminary investigations suggest that the
morphology of the retrieved CH;Cl profiles is physically
reasonable compared to previous measurements [e.g., Toon
et al., 1999; Nassar et al., 2006]. Adding CH;O0H to the
retrieval yields only a modest further improvement in the
CIO bias (Figure 5). Although more development and

testing are needed, our initial results indicate that inclusion
of these additional species in the MLS retrieval system
reduces the negative bias in ClO to values in line with the
systematic error analysis.

2.6. Comparison With v1.5 ClIO Data

[26] Early validation analyses of the v1.5 Aura MLS CIO
data [Livesey et al., 2005] revealed a persistent negative bias
of as much as ~0.3 ppbv at low and middle latitudes in both
daytime and nighttime mixing ratios at the lowest retrieval
levels (below about 32 hPa). Comparisons with coincident
measurements of ClO from the Submillimetre Radiometer
(SMR) on board the Odin satellite confirmed a systematic
low bias of this magnitude in the MLS v1.5 data outside of
the winter polar regions [Barret et al., 2006].

[27] Figure 6, which shows the comparison between v1.5
and v2.2 for 93 days for which both versions of data were
available at the time of writing (February 2007), indicates
that the negative bias has been exacerbated in v2.2, with the
mixing ratios at 100 hPa more than 0.1 ppbv lower than
they were in v1.5 in the global average. Small differences
between v1.5 and v2.2 are evident elsewhere in the profile
as well; maximum mixing ratios at the profile peak in the
lower stratosphere are slightly larger, whereas mixing ratios
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Figure 5. Comparison of mean nighttime (descending)
ClO profiles averaged over the region 25°S—-25°N from
v2.2 processing (black) and from precursory “version 3”
algorithms in which CH3Cl (red) and CH3OH (cyan) are
also retrieved.

at the secondary peak near 2—3 hPa are slightly smaller
(both by ~0.02 ppbv in the global mean) than they were in
v1.5. The differences in peak values in both the upper and
lower stratosphere can also be seen in the zonal mean fields
in Figure 7.

[28] Differences between the v1.5 and v2.2 retrieval
algorithms giving rise to these effects include changes
in the representation of the continuum emission for the
640-GHz region, incorporation of additional O3 lines, use
of new direct laboratory measurements of O; line widths
(including for isotopic and vibrational state lines) for several
lines in this region, use of an updated version of the
HITRAN database (2004 rather than 2000), and changes
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in the tangent pressure retrieval. These refinements led to
substantial improvements in most MLS data products.
Although cumulatively they resulted in an increase in the
severity of the negative bias in ClO at the lowest retrieval
levels, nevertheless the v2.2 CIO retrieval is considered
more reliable as other compensating errors have been
eliminated. We therefore strongly recommend the use of
v2.2, rather than v1.5, MLS CIO measurements for
scientific studies.

2.7. Quantification of the Systematic Negative Bias

[29] To quantify the magnitude of the negative bias in the
v2.2 MLS CIO data and look for possible latitudinal and
temporal variations in it, we have examined time series of
data from the ascending (primarily daytime) and descending
(primarily nighttime) sides of the orbit, as well as ascending —
descending (day — night) difference values for all days that
have so far been reprocessed in v2.2 (93 days spanning the
time since launch in July 2004 through February 2007). The
data have been binned and averaged in 10°-wide equivalent
latitude bands between 80°S and 80°N on the 660, 580,
520, 460, and 410 K potential temperature surfaces,
corresponding to pressure levels of 22, 32, 46, 68, and
100 hPa, respectively; as an example, Figure 8 shows the
results for 460 K. Averages were calculated in equivalent
latitude (EqL, the latitude encircling the same area as a
given contour of potential vorticity (PV) [Butchart and
Remsberg, 1986]) rather than geographic latitude to obtain a
vortex-centered view, ensuring that only similar air
masses are averaged together and segregating the regions
of ClO enhancement inside the winter polar vortex from the
extravortex regions, where ClO mixing ratios are generally
very low.

<
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Figure 6. Comparison of v2.2 and v1.5 Aura MLS ClO measurements from 93 days for which both
versions of data were available at the time of writing (February 2007). (left) Absolute differences (v2.2 —
v1.5); the black line with dots (symbols indicate MLS retrieval surfaces) shows mean differences, and the
solid black line shows the standard deviation of the differences. (middle) Same, for percent differences
(computed relative to v1.5). Large percent differences at the 32 hPa retrieval level arise because ClO
mixing ratios are very low in this region. (right) Global mean profiles for v2.2 (black, with dots) and v1.5
(grey). Note that the ClO retrieval has been extended down to 147 hPa in v2.2.
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Figure 7. Zonal mean cross sections of (top) v2.2 and
(bottom) v1.5 Aura MLS daytime (ascending) CIO for two
selected days, chosen to illustrate CIO enhancement in the
(left) southern (7 September 2005) and (right) northern
(28 January 2005) winter polar regions.

[30] At the topmost level (not shown), nighttime mixing
ratios are approximately zero at all EqLs and all seasons,
except for a slight enhancement in the winter polar regions.
At the levels below 660 K, however, a persistent negative
bias is evident at low and middle latitudes, and at high
latitudes outside winter. The magnitude of the bias in these
regions is essentially the same in both daytime and night-
time mixing ratios, as expected since none of the potential
sources of systematic uncertainty (see section 2.5) that
could be giving rise to this bias are diurnally varying. The
bias increases in magnitude at the lower levels, reaching
~0.3-0.4 ppbv at 460 K (Figure 8) and ~0.4—0.5 ppbv at
410 K (not shown). With the exception of the polar regions
during winter, the bias exhibits only small variations with
either season or latitude, and is essentially eliminated by
taking ascending — descending (day — night) differences.

[31] At polar latitudes in both hemispheres, chlorine
activation leads to substantial ClO enhancement during
the winter. Figure 8 shows that the nighttime mixing ratios
also exhibit nonnegligible positive values at this time, in
some cases nearly as high as those observed during the day.
It is well known from laboratory studies and in situ
measurements that thermal decomposition of the C1O dimer,
Cl,0,, leads to increases in nighttime CIO abundances as
temperatures increase over the range 190-215 K [e.g.,
Avallone and Toohey, 2001; World Meteorological Organi-
zation, 2007, and references therein]. Similar increases in
nighttime ClO mixing ratios in the winter polar vortices
with increasing temperature have been seen in satellite
observations from UARS MLS [e.g., Waters et al., 1993]
and Michelson Interferometer for Passive Atmospheric
Sounding (MIPAS) [Glatthor et al., 2004], and ClO mixing
ratios of 0.7—0.8 ppbv have been measured at night inside
the Arctic vortex by Odin/SMR [Berthet et al., 2005], with
maximum nighttime ClO abundances observed in the
regions of highest temperature.

[32] At the times/locations at which chlorine is not acti-
vated, the nighttime reservoir is CIONO,, and abundances
of Cl,0, are insignificant. In this case, the negative bias in
the MLS CIO data can be eliminated by subtracting gridded
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or zonal mean nighttime values from the individual daytime
measurements. Figure 8, however, illustrates why taking
day — night differences is not a practical approach inside the
winter polar vortices: Subtraction of the nonnegligible
nighttime ClO values substantially reduces the degree of
chlorine activation indicated by the data. On the basis of a
good correlation between MLS and SMR observations in
the high-latitude lower stratosphere, with both instruments
measuring the same mean ClO enhancement in the Antarctic
spring vortex, Barret et al. [2006] speculated that the
negative bias was absent in v1.5 MLS CIO for conditions
of strong chlorine activation. No instrumental or retrieval
issues suggest, however, that the bias should disappear
when CIO is enhanced. We therefore believe that it is
necessary to subtract an estimate of the bias from the
individual measurements at each of the affected levels,
whether or not CIO is enhanced.

[33] To determine the magnitude of the additive bias at
each retrieval pressure level, we calculated daily averages of
the C1O measurements in 20°-wide geographic latitude bins
for which the solar zenith angle (SZA) is greater than 100°
and the local solar time is between 2200 and 0400. To
ensure that ClO was not enhanced, we restricted consider-
ation to the days between 1 May and 1 November for the
two northern high-latitude bins (50°-70°N and 70°-90°N)
and to the days between 1 November and 1 May for the two
southern high-latitude bins (50°-70°S and 70°-90°S). For
the other latitude bands the calculations were performed for
all 93 days (spanning all seasons) for which v2.2 measure-
ments were available at the time of writing. The average of
the daily mean values was then computed for each latitude
band and pressure level. As shown in Figure 9, the bias in
the CIO data worsens with increasing pressure. The dotted
lines mark the magnitudes of the global mean biases
estimated by averaging together the values for the individ-
ual latitude bins at each level, which are —0.04, —0.14,
—0.31, and —0.41 ppbv for the 32, 46, 68, and 100 hPa
retrieval levels, respectively. No significant bias appears to
be present in the data for the retrieval levels at or above
22 hPa. Figure 9 also shows, however, that the bias exhibits
significant (up to 0.2 ppbv) latitudinal variation. In the
lower stratosphere, ClO is mainly of interest in the winter
polar regions, and using the global mean bias estimates,
which are strongly influenced by the larger values at low
latitudes, may lead to overcompensation. Thus for most
analyses it is more appropriate to estimate the magnitude of
the bias by including only the middle- and high-latitude bins
in the averages (i.e., excluding the 30°S—30°N region),
leading to values of —0.02, —0.12,—0.27, and —0.41 ppbv
at 32, 46, 68, and 100 hPa, respectively (represented by the
dashed lines in Figure 9). Further refinement in these bias
estimates may be possible as more v2.2 CIO data become
available, including better understanding of the latitudinal
and/or seasonal dependencies of their magnitudes.

[34] The importance of accounting for the negative bias,
especially in scientific studies examining ClO enhancement
on potential temperature surfaces, is highlighted in Figure 10,
which shows nighttime CIO measurements at 460 K as a
function of temperature for representative days in the Arctic
(Figure 10, top) and Antarctic (Figure 10, bottom) winters.
In Figure 10 (left), in which the CIO data have not been
corrected, the measurements appear to fall into two distinct
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Figure 8. Time series of MLS v2.2 ClO measurements at 460 K potential temperature (corresponding to
~68 hPa, 17 km) for the 93 days processed at the time of writing. Temperatures from NASA’s Global
Modeling and Assimilation Office Goddard Earth Observing System Version 4.0.3 (GEOS-4) were used
to interpolate the data to potential temperature. Daily means were calculated by binning the
measurements into 10°-wide equivalent latitude (EqL) bands and averaging; high, middle, and low
EqL bands are shown for each hemisphere. Orange dots depict averages of data from the ascending
(primarily daytime) side of the orbit, whereas black dots depict averages of data from the descending
(primarily nighttime) side of the orbit. Differences of the daily ascending and descending averages (day —
night) are shown with open green triangles. Note that the y axis ranges for the two high-latitude bins

differ from those of the other bands.

populations, with the vortex (i.e., at high EqL in the winter
hemisphere) data exhibiting little or no bias compared to
data from outside the vortex. Interpretation of these plots is
complicated by the fact that measurements from the 46-hPa
retrieval surface, where the bias is smaller, are contributing
to the values at 460 K inside the cold vortex, whereas
measurements from the 68- and100-hPa retrieval surfaces,
where the bias is larger, are contributing to the values in the
warmer extravortex regions. It is thus necessary to correct
individual ClO measurements by subtracting the estimated
negative bias at each of the affected retrieval levels before

interpolation to potential temperature surfaces, as shown in
Figure 10 (right). The increase in nighttime high-EqL CIO
with increasing temperature up to ~210-215 K is consis-
tent with expectation as the equilibrium between CIO and its
dimer shifts toward ClO and agrees well with the behavior
seen in SMR measurements [Berthet et al., 2005].

3. Comparison With UARS MLS Climatology

[35] The MLS on board UARS measured the global
distribution of stratospheric CIO for much of the 1990s,
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Figure 9. Estimates of the bias in MLS v2.2 CIO data in
20°-wide geographic latitude bands at 100, 68, 46, 32, and
22 hPa (labeled lines drawn with different symbols).
Vertical error bars reflect the standard deviations in the
averages of the daily mean values. The magnitudes of
the global mean bias at each pressure level are denoted by
the dotted lines; the dashed lines represent the average
biases calculated using only the middle- and high-latitude
bins (i.e., excluding the 30°S—30°N region).

albeit with approximately monthly gaps in high-latitude
coverage arising from UARS yaw maneuvers and with
significantly reduced temporal sampling in the latter half
of the decade. A comprehensive overview of the seasonal,
interannual, and interhemispheric variations in ClO in EqL
bands throughout the lower stratosphere (420-700 K
potential temperature) was produced from the UARS MLS
data by Santee et al. [2003]. Taking a similar approach with
Aura MLS measurements provides a means of quantitatively
comparing to the ClO climatology derived from UARS
MLS data. The daily means in Figure 11 were computed
by binning both the UARS and the Aura MLS CIlO
measurements into 5° EqL bands and averaging; results
are shown for 10 EqL bands over annual cycles in both
hemispheres. All UARS MLS data collected from 1991
through 2000 are represented by grey dots. To illustrate the
degree of interannual variability in the Aura MLS data
record, the v1.5 ClO measurements obtained in each year
since launch in July 2004 are depicted in different shades of
blue, with results from the v2.2 retrievals performed to date
overlaid in red. Note that neither the v1.5 nor the v2.2 Aura
MLS data have been corrected for the negative bias described
in section 2.7. Data from both MLS instruments have
been interpolated to the 520 K potential temperature
surface (~46 hPa, 19 km) near the peak in the CIO
vertical profile, using temperatures from the U.K. Met
Office analyses [Swinbank et al., 2002] for UARS MLS
and from NASA’s Global Modeling and Assimilation
Office Goddard Earth Observing System Version 4.0.3
(GEOS-4) [Bloom et al., 2005] for Aura MLS.

[36] Both the latitudinal variation of C1O and its evolution
over an annual cycle match those in the climatology based
on the multiyear UARS MLS data set. Figure 11, however,
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clearly shows the pervasive low bias in both the v1.5 and
the v2.2 Aura MLS ClO measurements in the lower
stratosphere (compare the grey dots with the red and blue
dots). Equivalent latitude means of CIO at other levels
throughout the middle and upper stratosphere (not shown)
indicate excellent agreement on average with the climato-
logical values, but, as seen also in Figure 11, much less
scatter is present in the v2.2 data than in the corresponding
UARS MLS measurements.

4. Comparisons With Other Observations

[37] In this section the accuracy of the Aura MLS v2.2
CIO measurements is assessed through comparisons with
correlative data sets from a variety of different platforms,
some of which were acquired in dedicated Aura validation
campaigns. For most of these comparisons we use the
traditional approach of considering matched pairs of profiles
that are closely colocated both geographically and tempo-
rally. The coincidence criteria used to select the matches
vary and are stated in each subsection below. In some cases,
use of an additional filter based on the potential vorticity of
the profiles (to ensure that only meteorologically consistent
air masses are compared) was explored but was found to
have little impact on the average differences.
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Figure 10. MLS v2.2 nighttime (solar zenith angle (SZA)
>100°, local solar time (LST) between 2200 and 0400) C10
measurements at 460 K as a function of GEOS-4 temperature
for two representative days during (top) northern (28 January
2005) and (bottom) southern (7 September 2005) winter.
Data points are color-coded by equivalent latitude. (left)
Uncorrected MLS data and (right) corrected data, for which
the estimate of the bias (based on the middle- and high-
latitude values; dashed lines in Figure 9) has been subtracted
from the individual “raw” mixing ratios at each affected
retrieval pressure level prior to interpolation to potential
temperature.
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