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[1] Here we present extensive observations of stratospheric and upper tropospheric water
vapor using the balloon-borne Cryogenic Frost point Hygrometer (CFH) in support of the
Aura Microwave Limb Sounder (MLS) satellite instrument. Coincident measurements
were used for the validation of MLS version 1.5 and for a limited validation of MLS
version 2.2 water vapor. The sensitivity of MLS is on average 30% lower than that of
CFH, which is fully compensated by a constant offset at stratospheric levels but only
partially compensated at tropospheric levels, leading to an upper tropospheric dry bias.
The sensitivity of MLS observations may be adjusted using the correlation parameters
provided here. For version 1.5 stratospheric observations at pressures of 68 hPa and
smaller MLS retrievals and CFH in situ observations agree on average to within 2.3% ±
11.8%. At 100 hPa the agreement is to within 6.4% ± 22% and at upper tropospheric
pressures to within 23% ± 37%. In the tropical stratosphere during the boreal winter the
agreement is not as good. The ‘‘tape recorder’’ amplitude in MLS observations depends on
the vertical profile of water vapor mixing ratio and shows a significant interannual
variation. The agreement between stratospheric observations by MLS version 2.2 and
CFH is comparable to the agreement using MLS version 1.5. The variability in the
difference between observations by MLS version 2.2 and CFH at tropospheric levels is
significantly reduced, but a tropospheric dry bias and a reduced sensitivity remain in this
version. In the validation data set a dry bias at 177.8 hPa of �24.1% ± 16.0% is
statistically significant.
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1. Introduction

[2] Water vapor is one of the most important trace gases
in the atmosphere and contributes to many processes at
different altitude regions. In the upper troposphere and
lower stratosphere it contributes strongly to the radiative
balance of the atmosphere and plays a major role in global
climate [e.g., Forster and Shine, 2002]. It is a source for the
OH radical, which is a key compound in atmospheric
chemistry and may participate in heterogeneous chemistry
involving liquid or ice clouds. Decadal trends in strato-

spheric water vapor have been detected but are poorly
understood [Oltmans et al., 2000; Rosenlof et al., 2001].
Trends in upper tropospheric water vapor are difficult to
detect [Bates and Jackson, 2001] due to its large variability
and the difficulty to accurately determine its concentration
in this altitude region.
[3] Accurate monitoring of water vapor is crucial for our

understanding of climate processes and our abilities to
detect and predict future changes in climate. Observations
from space are the only method providing a global distri-
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bution of water vapor in the different layers of the atmo-
sphere. Different remote sensing techniques have been used,
with different characteristics and limitations. The Micro-
wave Limb Sounder (MLS) on board the Aura satellite,
which is part of the so called A-Train constellation of Earth
observing satellites, is currently a leading satellite instru-
ment providing vertical profiles of water vapor and other
important trace gases in the upper troposphere, stratosphere,
and mesosphere [Waters et al., 2006]. Details on the water
vapor retrievals by MLS are described in a paper by Read et
al. [2007]. As with many other remote sensing techniques,
confidence in these observations is based on independent
validation observations, which characterize the remote
sensing data. Limited validations for water vapor and
several other trace gases were presented by Froidevaux et
al. [2006]. These comparisons of version 1.5 with other
satellite and remote sensing instruments indicated that MLS
stratospheric water vapor is accurate to within roughly 10%
level of accuracy. For tropospheric comparisons only data
from the Atmospheric Infrared Sounder (AIRS) onboard the
Aqua satellite were available and a number of open ques-
tions remained.
[4] Here we present in situ observations of water vapor

obtained by the balloon-borne Cryogenic Frost point Hy-
grometer (CFH). Extensive observations have been timed
with Aura/MLS overpasses at a number of locations cover-
ing every geographical region except the Antarctic winter
stratosphere. These measurements provide independent ref-
erence observations, which we use to validate the upper
tropospheric and lower to middle stratospheric water vapor
product of MLS.

2. Instrumentation and Observations

2.1. Cryogenic Frost Point Hygrometer

[5] The CFH is a chilled mirror instrument capable of
measuring the large range of water vapor concentrations
found in the troposphere and stratosphere. It is carried up by
small meteorological balloons and measures a water vapor
profile between the surface and the middle stratosphere with
high vertical resolution. The instrument has been described
in detail by Vömel et al. [2007].
[6] Like many chilled mirror instruments, CFH is not

calibrated for water vapor and can be considered an absolute
reference for water vapor measurements. It measures the
temperature at which an ice layer is in equilibrium with the
gas phase of water passing over this ice layer. The largest
source of uncertainty in CFH water vapor measurements is
the stability of the feedback controller, which maintains the
constant frost layer on the mirror. The total uncertainty in
frost point is better than 0.5 K throughout the entire profile
[Vömel et al., 2007], which translates to a mixing ratio
uncertainty of about 4% in the lower tropical troposphere to
about 10% in the middle stratosphere and tropical tropo-
pause.
[7] The only limitations are measurements inside liquid

clouds, which may disable the instrument due to wetting of
the detector lens, and contamination near the balloon ceiling
due to outgassing from any surface of the flight train. These
artifacts are screened out in the data processing.

2.2. MLS Water Vapor Retrieval

[8] The MLS version 1.5 water vapor product is the first
major release for which all observations have been pro-
cessed. For version 2.2, which has become the production
version since April 2007, not all days have been reproc-
essed; however, as will be seen later, the differences
between both versions appear to be small and the conclu-
sions drawn for version 1.5 appear to be largely valid for
version 2.2 as well.
[9] The most significant difference between the two

versions is the different vertical gridding, on which these
data are reported. Version 1.5 data are reported on 6
pressure levels per decade (lpd), whereas version 2.2 data
are reported on 12 lpd up to 21 hPa, after which the
resolution reverts back to 6 levels per decade. This increase
in vertical gridding was achieved by a number of retrieval
configuration changes, which are discussed in detail by
Read et al. [2007].
[10] Following the recommendations for these data sets,

profiles have been screened using the appropriate status
flags, precision values, and quality flags. Only profiles with
even values of the status field were used, which indicate that
the retrieved profile passed a number of rejection criteria.
Data were required to have associated quality values larger
than 0.9, indicating that for these data a good fit between the
observed radiances and those values computed by the
forward model using the retrieved values was achieved.
Furthermore, data with negative precision values were
rejected, since these data points did not have a sufficient
information yield from MLS.
[11] Despite these recommended filters, a few outlier

values were found at tropospheric levels, which heavily
skewed the fit between CFH and MLS observations de-
scribed in section 4.4. Most of these outliers were filtered
out using MLS status bit one, which indicates that the
profile might be questionable. In all cases the flags indicated
that the profiles may have been affected by low-altitude
clouds. Using this filter had only a minimal impact on the
comparison average and slightly decreased the standard
deviation, however, it had a significant impact on the
correlations described in section 4.4.
[12] Since MLS and CFH have vastly different vertical

resolutions, the resolution of the CFH data has been
degraded to match that of MLS. The basics of this resolution
degrading is discussed by Read et al. [2007, equation (1)].
In short, the observed in situ profile is multiplied by the
forward model smoothing function and the retrieval aver-
aging kernel. In version 1.5, the averaging kernel for
pressures larger than 68 hPa is nearly a unity matrix, which
means that the forward model smoothing function describes
the smoothing completely. In version 2.2, both the averag-
ing kernel and the forward model smoothing function
contribute to the smoothed downsampling of CFH data to
the MLS grid points. All CFH data used in this study have
their vertical resolution degraded using the forward model
smoothing function and for comparisons with version 2.2
additionally using the appropriate retrieval averaging kernel.
[13] The smoothing operation is only valid for situations

where the measurement system responds linearly to the
profile fluctuations being smoothed. For MLS water vapor
(both versions) this is unlikely to be the case for pressures
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greater than 147 hPa and unquantifiable errors may be
introduced by the smoothing.

2.3. CFH Campaigns

[14] CFH soundings have been made at a number of sites,
which are listed in Table 1. The number of soundings at
each station gives the number of soundings that were
launched within 300 km and 3 h of an MLS overpass for
version 1.5 and within 300 km and 6 h for version 2.2.
These overpass criteria are somewhat arbitrary. Tighter
overpass criteria provide better coincidences with less
opportunity of atmospheric change between observations
at the expense of a smaller number of coincidences. More
relaxed overpass criteria provide a larger sample of coinci-
dent measurements, but with a possibility of larger atmo-
spheric change between the observations. The analyses
discussed below were done with different overpass criteria
to test the influence of these criteria. We tested overpass
criteria up to 900 km and 12 h and found that the results are
largely insensitive to the overpass criteria in this range. For
this reason the overpass criteria at Sodankylä were relaxed
to observations within 300 km and 6 h to provide a sample
large enough for a statistically relevant analysis.
[15] At Costa Rica three Ticosonde campaigns took place

with a larger number of soundings. CFH/ozone sondes were
launched during the Tropical Cloud Systems and Processes
(TCSP) campaign in July 2005, the CR-AVE (Costa Rica
Aura Validation Experiment) in January and February 2006,
and the Ticosonde/Veranillo campaign in July 2006. In
January 2006 CFH/ozone soundings were also launched at
Biak, Indonesia as part of the Soundings of Ozone and
Water in Equatorial Regions (SOWER) campaign, provid-
ing observations over the maritime continent during the
same period as the CR-AVE campaign in Central America.
The observations at Hanoi, Vietnam, and Tarawa in January
2007 were also part of the SOWER campaigns.
[16] The Water Vapor Validation Experiment–Satellite/

Sondes (WAVES 2006) campaign, which took place in July/
August 2006 at the Howard University Campus in Belts-
ville, Maryland, and the Measurements Of Humidity in the
Atmosphere and Validation Experiment (MOHAVE), which
took place at the Table Mountain Facility of Jet Propulsion
Laboratory (JPL) in Wrightwood, California, were dedicated
validation campaigns, which provided a substantial amount
of data from different remote sensors as well as several in
situ instruments. Here we only use CFH observations

obtained during these campaigns, since only CFH observa-
tions covered the upper troposphere and lower stratosphere.
[17] Observations at Boulder, Colorado, and Hilo,

Hawaii, are dedicated Aura validation soundings, whereas
the coincident measurements at Sodankylä, Finland, and at
Reunion Island are opportunity comparisons as part of the
water vapor programs at these stations.

3. Validation of Version 1.5

3.1. Global Mean Difference

[18] An example for a comparison in mid latitudes is
shown in Figure 1. This sounding was launched at the Table
Mountain Facility of JPL in Wrightwood, California, as part
of the MOHAVE campaign in October 2006. At the time of
the overpass the balloon had reached 200 hPa with a
horizontal separation to the MLS observation of 137 km.
The comparison for this example is shown in Figure 1b and
typical for the average of all soundings. Throughout this
study, we use the relative difference in units of percent
defined as

dq ¼ 100 � qMLS � qCFH

qCFH
; ð1Þ

where qMLS is the water vapor mixing ratio observed by
MLS at any pressure level and qCFH the CFH observation at
that level derived from the properly downsampled CFH
profile measurement (see section 3.2).
[19] Between 68 hPa and 14 hPa both profiles show

agreement within 8%, which is less than the instrumental
uncertainty of either instrument. At 100 hPa MLS is 26%
wetter than CFH and at 146 hPa MLS is 45% drier.
[20] The comparison for all soundings listed in Table 1 is

shown in Figure 2. MLS v1.5 agrees on average with CFH
measurements at pressures of 68 hPa and smaller to within
2.3% ± 11.8%. At 100 hPa the mean difference is 6.4% ±
22% with a median difference of 5%. At higher pressures
the variability increases with increasing pressure. The mean
difference indicates a 23% ± 37% dry bias at 215 hPa and
an 11.3% ± 50% dry bias at 316 hPa. However, because of
the large variability in the tropospheric comparisons, these
mean biases are statistically not significant.
[21] Water vapor concentrations at the upper tropospheric

levels (146 hPa, 215 hPa, and 316 hPa) can vary by more
than two orders of magnitude. In addition to horizontal

Table 1. Cryogenic Frost Point Hygrometer (CFH) Launch Locations and Number of Profiles Coincident With Microwave Limb

Sounder (MLS) Observations Within 3 h and 300 km for Version 1.5 and Within 6 h and 300 km for Version 2.2

Location (Campaign) Latitude Longitude Period/Campaign Matches v1.5 Matches v2.2

Beltsville, Maryland (WAVES) 39.05 �76.88 Oct 2006 9 3
Biak, Indonesia (SOWER) �1.17 136.06 Jan 2006 and Jan 2007 2 1
Boulder, Colorado 39.95 �105.20 Feb 2005 to Jun 2006 6 2
Hanoi, Vietnam (SOWER) 21.01 105.80 Jan 2007 (SOWER) 1 -
Heredia, Costa Rica (Ticosonde) 10.00 �84.11 Jul 2005 to Jun 2007 11 6
Hilo, Hawaii 19.43 �155.04 Dec 2005 and Apr 2006 2 -
JPL TMF, Wrightwood, California(MOHAVE) 34.38 �117.68 Oct 2006 3 4
Sodankylä, Finlanda 67.37 26.63 Feb 2005 to Aug 2006 5 5
St. Denis, La Reunion, France �21.06 55.48 Sep 2005 and Jun 2006 3 2
Tarawa, Kiribati (SOWER) 1.35 172.92 Jan 2007 1 -

aAt Sodankylä the time difference was relaxed to within 6 h for version 1.5.
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